Measurements of the light scattered by a sample contain information regarding the physical properties of the sample. Laser light-scattering measurements can be made unobtrusively in environments that are inaccessible to other types of measurements, so laser light-scattering techniques have become an important tool in aerosol research. The primary difficulty associated with using light-scattering techniques to determine aerosol particle properties is inverting the measurements or extracting the desired information from the measurements. In this study we use a 15-channel polar nephelometer to measure the light-scattering patterns of monodisperse polystyrene spheres. The light-scattering measurements are inverted, and the particle size distribution function and optical properties of the particles are retrieved. The results of these inversions are presented after a brief description of the calibration and operation of the nephelometer.
Introduction
Measurements of the light scattered by a particle or a collection of particles contain information regarding the physical properties of the particles. Lightscattering measurements can be made unobtrusively, so the development of experimental and computational methods for determining properties such as the particle size distribution function (PSDF) and optical properties from light scattering patterns is of considerable interest. The primary difficulty in using lightscattering techniques to determine aerosol properties is inverting the measurements or extracting the desired information from the data. This paper presents the experimental portion of a study that developed a technique capable of retrieving the PSDF and information regarding the optical properties of aerosol particles from light-scattering measurements. Symbols used in this paper are defined in Appendix A.
We use a 15-channel polar nephelometer to measure light-scattering patterns. The nephelometer's detectors are located between 230 and 1290 and are positioned such that they are equidistant in sin(0/2). The light source is an unpolarized laser beam emitted by a GaAlAs laser diode with a wavelength of 0.84 pm. Figure 1 shows the primary components of the nephelometer. Aerosol particles are entrained in the air stream that passes through the center of the scattering chamber and intersects the laser beam. The laser light scattered within the acceptance cone of each detector is measured by photodiodes, and the output from the photodiodes is digitized and stored on a personal computer. A more complete description of the nephelometer is given elsewhere.'
In the theoretical portion of this study, an inversion technique specifically designed to invert measurements obtained with the 15-channel nephelometer was successfully applied to simulated data sets. 2 The inversion technique retrieves the PSDF and information regarding the optical properties of aerosol particles by expanding the distribution function as a linear combination of a set of orthonormal basis functions, and it uses the orthogonality properties of the basis functions to solve for the expansion coefficients. The inversion scheme requires absolute scattering measurements as inputs, so a technique to calibrate the nephelometer for absolute scattering measurements has been developed and is outlined in this paper. A complete description of the operation and calibration of the nephelometer is given elsewhere. 1 2 The inversion technique is applied to measurements of the light scattered by polystyrene spheres of known size and optical properties. The results presented here demonstrate that the inversion technique developed in the theoretical portion of this study is a useful tool in analyzing measured scattering patterns.
Calibration for Absolute Scattering Measurements
Absolute scattering measurements require that the performance of the light source and all the optical components and detectors be well characterized.
One method of characterizing a nephelometer is to measure the light scattered by spheres of known size, refractive index, and concentration. Although aerosol streams containing spherical particles of known size and refractive index can be generated through the use of commercially available polystyrene spheres, it is difficult to determine the particle number concentration accurately enough that this method can be used in a calibration procedure. However, the molecular concentration of a gas can easily be calculated at a given temperature and pressure, so the use of a gas with a relatively high refractive index for a scattering medium is a promising alternative. In the experiments described here, dichlorodifluoromethane (CC1 2 F 2 ), commonly known as Freon-12, was used as the scattering medium for the calibration procedure. Calibration for absolute scattering measurements requires that theoretical values of the ratio of the power received by each detector to the incident irradiance be known. The ratio of the power received by a detector to the incident irradiance is defined as an angular scattering cross section. Assuming single scattering, we find that the angular scattering cross section measured by the jth detector
When the following conditions are satisfied, Eq. (1) can be greatly simplified. First, the particle number concentration is uniform over the scattering volume. Second, the distribution of particle sizes and optical properties can be replaced by a monodispersion with an average size and optical properties: (2) Third, the differential scattering cross sections can be replaced by their average over the solid angle subtended by each detector: d~j(fl Xag) avg) kavg)dfl = dtj:' (xavg, navg) kavg)ACnj. (3) The third assumption requires clarification. In practice, the integral shown in Eq. (3) is calculated by using the trapezoidal rule, so the integral is replaced by a sum. Therefore, Eq. (3) implies that the average of a product is equal to the product of the averages. This is only true if one of the terms in the product is a constant. Equation (3) will only be valid if the solid angles subtended by the detectors are sufficiently small that the differential scattering cross sections are approximately constant over the subtended solid angles. This approximation will be valid near 900 where the slope of the scattering pattern is small, but it may be suspect in the forwardscattering angles where the scattering pattern varies rapidly with angle. The validity of assuming that the differential scattering cross sections were constant over the solid angles subtended by the nephelometer's detectors was thoroughly investigated,' and it was found that the errors were less than 1.5% if the scattering pattern did not vary with 0 more rapidly than 0-3.
These three assumptions eliminate the integrals, and Eq. (1) simplifies to (4) Equation (4) is the fundamental equation for the nephelometer. When calibrating the nephelometer with Freon-12, one can calculate all the parameters on the right-hand side of Eq. (4). The particle number concentration is obtained from the ideal gas law. The scattering volumes and the solid angles subtended by the detectors are determined from an analysis of the nephelometer's geometry.' The following paragraphs describe the calculation of the average differential scattering cross sections.
Differential scattering cross sections can be calculated from Mie theory 3 only if the scattering particles are spherical. However, when Rayleigh scattering prevails, as in the case of the Freon calibration, the scattering pattern is fairly insensitive to the particle shape and depends mainly on the particle volume. The weak dependence of the scattered light on the particle shape is accounted for with shape-depolariza tion factors. Therefore, one can calculate differen-tial scattering cross sections for Freon-12 molecules from Mie theory with an effective scattering diameter. Although much simpler and faster approximations to Mie theory can be used in this case, Mie theory was used so the nephelometer's response to scattering by larger spheres could be calculated with the same code. The depolarization factor and the refractive index of Freon-12 have been measured at several wavelengths, 5 and one can use these measurements to determine an effective diameter and refractive index at the wavelength of interest. The determination of these effective properties is only briefly described here, but a complete development is given by Jones.'
The qualitative features of the spectral dependence of the refractive index can be described by the classical damped oscillator or Lorentz model. 5 6 The key assumptions of the Lorentz model are that the medium consists of charged particles that are held in equilibrium by perfectly elastic or Hooke's law forces and are subject to isotropic, linear damping forces. At frequencies far from resonant frequencies, the Lorentz model gives the following relationship between the refractive index and the wavelength of the incident beam:
The constants appearing in Eq. (5) are determined from the least-squares fit of measured values of the refractive index of Freon-12. 4 The values of the refractive index shown in Fig. 2 were measured at 0 'C and 1 atm, but one can obtain the refractive index at different temperatures and pressures by using the Gladstone-Dale equation. 6 Once the refractive index is known, an effective scattering diameter for the Freon-12 molecules can be determined. We use the Rayleigh-Gans scattering theory to obtain a relationship between the refractive index and the effective scattering diameter.' This relationship also depends on the particle number concentration and the depolarization factor p. For Freon-12, p is 0.048.4 It should be noted that the effective scattering diameter given by Eq. (6) is a computational convenience, and it is not representa- tive of any physical dimension of a Freon-12 molecule:
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The refractive index and effective scattering diameter were calculated at 1 atm and 25 C for A = 0.84 pum. For these conditions the refractive index is 1.001023, and the effective scattering diameter is 4.23 nm. We determine the average differential scattering cross section for each detector by considering particles at a large number of positions within the scattering volume. An analysis of the nephelometer geometry gives the scattering angles and solid angles subtended by the detectors at each of these positions.' Differential scattering cross sections are calculated through the use of Mie theory, and they are averaged over the solid angle for each position. We then calculate the average differential scattering cross sections by averaging the values obtained at each particle position. We doubled the number of particle positions until the average differential scattering cross sections converged to within 1% to prove grid independence.
Theoretical angular scattering cross sections can now be calculated by the use of Eq. (4). The Cj are directly proportional to the ratio of the measured scattered power to the incident laser power. We obtain the ratio of the scattered power to the incident laser power by subtracting the stray light SL from each measurement, dividing by the beam dump voltage BD, and averaging over the different laser power settings:
We can use corrected measurements of the light scattered by Freon-12 to calculate absolute scattering correction factors SCF's for each detector. Eq. (8) defines the scattering correction factors: Figure 3 is a schematic of the experimental setup for the calibration measurements. We use the nephelometer pump unit to send filtered air back through the nephelometer and out the inlet tube. Once the nephelometer is thoroughly purged, the stray light received by each detector is measured at several laser power levels. Freon-12 from an air conditioner recharging kit is then used to fill the nephelometer as shown in Fig. 3 . The Freon-12 was sent through a long coil of tubing before being introduced into the nephelometer so the gas could reach room temperature. We measured the temperature of the gas with a thermocouple just before it entered the nephelometer to ensure that it was at room temperature. The gas was also sent through a 0.2-pm filter so that any impurities were removed. The flow of the Freon-12 was regulated such that a slight amount of gas was spilling out of the nephelometer's inlet tube. Re- cently legislation has been enacted that makes it illegal for chlorofluorocarbons to be vented, so future use of this calibration technique will require that the Freon-12 be recaptured. The light scattered by the Freon-12 was then measured at the same laser power levels as the stray-light measurements. The uncertainty in the scattering correction factors is determined by the uncertainty in the calculation of the theoretical angular scattering correction factors and the uncertainty in the light-scattering measurements used in the calibration process as shown in Eq. (9) . When calculating the uncertainties in this manner, we assume that all the possible errors make positive contributions to the total uncertainty. Therefore, these are conservative estimates of the uncertainties, and the actual errors will be somewhat less than the calculated uncertainties. A detailed discussion of the calculation of each term in Eq. (9) is given by Jones.' We calculate the relative uncertainty in the scattering correction factors by using the uncertainty in the theoretical angular scattering cross sections and the uncertainty in the measurements of the light scattered by Freon-12:
(10) Figure 4 shows a set of typical scattering correction factors. The scattering correction factors depend on various nephelometer settings such as the laser alignment, so these factors will change slightly each time the nephelometer is calibrated.
Aerosol Light-Scattering Measurements
As a check on the calibration procedure, we obtained absolute measurements of the light scattered by different media and compared them with expected results. The measured angular scattering cross sections were converted into the product of the particle concentration and the average differential scattering cross sections as a way to aid these comparisons. (9) scattered by Dust-Off, a mixture of chlorodifluoromethane and dimethyl ether that is used in cleaning optics. The measured scattering pattern is proportional to 1 + cos 2 0, as expected. Figure 6 shows the measurements of the light scattered by aerosols suspended in room air. As expected, the scattering pattern is smooth because of the broad size distribution and peaks in the forward-scattering angles.
Polystyrene Sphere Light-Scattering Measurements
The measurement of the light scattered from polystyrene spheres with known sizes and optical properties will further demonstrate that the nephelometer is properly calibrated. Inversion of these measurements will demonstrate the accuracy of the inversion technique developed in the theoretical portion of this study. Figure 7 is a schematic diagram of the experimental setup for the polystyrene sphere lightscattering measurements. The polystyrene spheres were diluted with distilled, filtered water and nebulized with a medical nebulizer. The aerosol stream produced by the nebulizer was diluted with filtered compressed air. The water evaporated as the aerosol stream passed through a coil of heated copper tubing, and the moisture was then removed from the stream with a diffusion dryer. After passing through the dyer, the samples from the aerosol stream were drawn into the nephelometer and an optical particle counter (Particle Measuring Systems, Model LAS-X CRT). To ensure that all the moisture was removed from the aerosol stream and that the sediments contained in the water would not significantly affect the light-scattering measurements, we nebulized and analyzed clean water with the nephelometer and the optical particle counter. The histogram shown in Fig. 8 indicates that there were still some very small (< 0.45 pm) water droplets or sediments remaining in the aerosol stream. The light scattered by these background particles was monitored for 5 min and found to be steady. Comparison of these measurements with stray-light measurements ( Fig. 9) shows that the difference between the background and the stray light is at most 0.03 V.
Because the average measured signal in these experiments is approximately 2 V, the scattering caused by the extraneous particles does not significantly affect the light-scattering measurements. The background scattering measurements were constant with time and were used in place of the stray-light measurements when we reduced the data [see Eq. (7)].
Light-scattering measurements of polystyrene spheres with nominal diameters of 1.06 and 2.02 pm were obtained and inverted. Figure 10 shows the measured scattering pattern for the 1.06-jim spheres, and Fig. 11 shows the measured scattering pattern for the 2.02-lim spheres. The retrieved size distributions are compared with particle size histograms obtained with the optical particle counter. Figure  12 (a) shows the retrieved PSDF for the 1.06-jim spheres, and Fig. 12(b) is the corresponding histogram.
Figures 13(a) and 13(b) are the retrieved PSDF and histogram for the 2.02-jim spheres, respectively. As shown in Table 1 , the retrieved refractive index compares well with published values for polystyrene spheres. 7 The retrieved value of the absorption in- dex is much larger than published values. 8 Because smaller values of the absorption index give essentially the same rms errors in the calculated scattering patterns, the retrieved values for the absorption index represent upper bounds. These results indicate that light-scattering measurements alone are not sufficiently sensitive to variations in the absorption index to permit the accurate retrieval of this parameter. Incorporation of an absorption or total extinction measurement into the inversion procedure may provide sufficient information to permit the accurate retrieval of the absorption index. The scattering pattern based on the retrieved PSDF and optical properties was calculated with the Mie code written by Bohren and Huffman. 3 Figure 10 compares the measured scattering pattern to the calculated scattering pattern for the 1.06-jim polystyrene spheres. The measured and calculated scattering patterns for the 2.02-jim polystyrene spheres are compared in Fig. 11. Figures 10 and 11 show that 5 the measured and calculated scattering patterns agree very well for scattering angles greater than 500. The scattering pattern based on the retrieved PSDF and optical properties tends to be slightly higher than the measured scattering pattern for scattering angles less than 500. Because the forward-scattering angles are more sensitive to variations in the size of the particles, the discrepancy at the forward angles was probably caused by the assumption that the PSDF was a log normal distribution.' 
Conclusions and Recommendations
The primary difficulty associated with using lightscattering techniques in the determination of aerosol properties is extracting the desired information from the measured data. This paper presented the experimental portion of a study that resulted in the development of a technique capable of retrieving the PSDF and optical properties of aerosol particles from lightscattering measurements. A technique used in the calibration of a multichannel polar nephelometer for absolute scattering measurements was also discussed. The inversion technique was applied to measurements of the light scattered by two monodispersions of polystyrene spheres. The results of these inversions demonstrate that the inversion scheme developed in this study can successfully retrieve the PSDF and refractive index of monodisperse polystyrene spheres. Attempts to retrieve the absorption index were less successful. Because of the relative insensitivity of light-scattering measurements to variations in the absorption index of weakly absorbing particles, only an upper bound on the absorption index could be determined. Increased sensitivity to the absorption index may be obtained by the incorporation of an absorption measurement or a total extinction measurement into the inversion scheme. Shaw 9 discussed the combined use of angular scattering and spectral extinction measurements in an inversion technique. The possibility that spectral extinction measurements may provide the additional information needed to retrieve the absorption index accurately should be examined further.
